It is best practice to load the implants with the reload blister pack flat on a table or mayo stand.

1. Orient the eyelet inserter handle so that it is facing up and the arrow is pointed toward the eyelet. The inserter will be slightly angled, as pictured, for ease of insertion.

2. Insert the tip of the eyelet inserter into the eyelet and press to engage the eyelet with moderate pressure. A slight click may be felt at this time. For reference, the proximal edge of the laser line will be flush with the edge of the reload blister pack.

3. Pivot the inserter handle upwards to disengage and remove the eyelet and handle from the reload blister pack.

4. Reinsert the pull tab kite through the center of the eyelet and attach to the shaft.

5. Insert the screwdriver into the screw until flush with the laser line and remove from the reload blister pack by pivoting the handle up similar to the eyelet.

**Note:** The eyelet, if properly loaded, should be seated on the inserter with the sharp tip of the inserter extending out of the tip of the eyelet and a small gap between the proximal edge of the eyelet and the inserter shaft.

**Note:** Orientation of the screwdriver is not relevant for reloading. Once loaded, ensure the screw is fully seated on the screwdriver.

**Note:** The screw, if properly loaded, should sit flush with the laser line.